We have proposed a sensor for real-time and online measurement of dew/frost point temperature using tunable diode laser absorption spectroscopy (TDLAS) technique. Initial experiments have demonstrated its feasibility and technical advantages in comparison to a chilled mirror hygrometer (CMH). The TDLAS sensor we developed has a dew/frost point temperature range from −93 • C to + 14.5 • C, with a measurement uncertainly of less than 2%, and a response time of about 0.8 s, which is much faster than that of the chilled mirror hygrometer (ranging from several minutes to several hours). A TDLAS-based dew/frost point sensor has many advantages, such as rapid and continuous measurements, low frost point temperature sensing, high accuracy, and non-intrusiveness. Such a sensor would be useful for dew/frost point temperature determinations in various applications. In a cryogenic wind tunnel, real-time dew/frost point temperature measurements are helpful in preventing the formation of condensed liquid and ice, which can affect the model geometry and lead to unreliable test data.
Introduction
Dew point and frost point temperatures are important parameters in meteorological, aerospace, industrial, petrochemical, and other fields. Dew/frost point temperature (commonly referred to as 'dew/frost point') is the temperature at which water vapor in any gas medium at a constant pressure begins to condense into liquid water or solid ice at the same rate at which it evaporates, which is a measure of how much water vapor is in a gas medium. For gas temperatures above 0 • C, water vapor condenses as liquid water (dew). A liquid condensation layer is considered a dew point. For gas temperatures far below 0 • C, water vapor condenses as solid ice (frost). A solid condensation layer is considered a frost point. However, for gas temperatures between 0 • C and approximately −20 • C, the state of the condensed layer is undetermined; it may be either water or ice, or some combination of the two. In a cryogenic wind tunnel, accurate and rapid determination of the dew/frost temperature is of great importance, because it shows the amount of water vapor within the tunnel circuit. More importantly, real-time online dew/frost point measurements can not only prevent the wind tunnel water vapor frosting from affecting the experimental results, but can also prevent exposed experimental models from being damaged by the dew/ice in the high-speed flow field [1] [2] [3] . Table 1 . Brands and some parameters of several commercially available dew/frost point instruments a .
Brand
Sensor b Response time from dry to wet is shorter than wet to dry. In an extremely low dew/frost point environment, the response time is greater than the value in the list.
Optical measurement techniques, such as tunable diode laser absorption spectroscopy (TDLAS) are well-established techniques for concentration measurements of gas molecules. Buchholz et al. used TDLAS to achieve airborne humidity measurements, and presented a laboratory-based inter-comparison of a 1.4-µm-diode-laser-based optical hygrometer with the two most important measurement principles for airborne hygrometry (frost-point hygrometers, FPH, and Lyman-alpha fluorescence hygrometers, LAFH). They achieved excellent agreement with reference sensors [12] . In 2017, they designed a dual near-infrared wavelength airborne humidity sensor. This humidity sensor used a direct tunable diode laser absorption spectroscopy (dTDLAS) approach to cover a large atmospheric humidity measurement range from about 3 to 40,000 ppmv, with a calculated maximum uncertainty of 4.3% ± 3 ppmv [13] . Thornberry et al. developed a hygrometer with a dual-channel, closed-path, tunable diode laser absorption spectrometer for measurements of water vapor concentration and total water in the upper troposphere and low stratosphere. The instrument utilized wavelength-modulated spectroscopy near 2694 nm to achieve high in-flight precision, i.e., better than 0.17 ppm [14] . Dew/frost point measurements based on TDLAS have many advantages, such as simple structure, fast response, high accuracy, and non-intrusiveness; also, they are calibration-free and easily miniaturized [15] . The TDLAS is highly suitable for real-time measurements and engineering application in various environments [13] [14] [15] [16] [17] .
In view of the difficulties that exist when using traditional sensors and the CHM technique to measure dew/frost point at cryogenic environments, we have developed a TDLAS-based optical system for dew/frost point temperature measurements. In the present study, we demonstrate the feasibility and advantages of using absorption spectroscopy with a distributed-feedback (DFB) laser at a wavelength of~1.38 µm to determine water vapor dew/frost point temperatures in a cryogenic wind tunnel. The dew/frost point measurement principles and background absorption removing tactics, as well as the procedure and results of the comparison test and validation of the water vapor adsorption and desorption by a gas tube will be described.
Principles of Optical Spectroscopy Method
A monochromatic light beam passing through a uniform gas medium will lose intensity due to optical absorption by gas molecules. This process can be described by Beer-Lambert law, given by Equation (1).
Here, k ν is the absorption coefficient, I 0 and I t are the incident and transmitted light intensities at optical frequency ν, S j is the line strength of transition j, p(Pa) is the gas total pressure, x i stands for the molar fraction of gas spice i, L(cm) denotes the effective optical path length, φ j is the line-shape function of transition j. The absorbance is calculated as
The line strength S j (T) (cm −2 · atm −1 ) characterizes the strength of a transition j, which is temperature dependent, and can calculate from the partition function, the lower-state energy of the transition, and the value S j (T 0 ) at reference temperature:
where Q is the partition function, E j (cm −1 ) is the low-state energy. Spectroscopic databases such as HITRAN [18] and HITEMP (for high temperature) [19] have listed some of these parameters. T 0 (K) is a reference temperature (e.g., 296 K), h(J · s) is the Planck's constant, c(cm/s) is the speed of light, k(J/K) is the Boltzmann's constant. The most commonly used line-shape function under conventional temperature and pressure conditions is the Voigt profile [17] , which is the convolution of a Gaussian function and a Lorentzian function, and is given by Equation (3).
Here,
is the Doppler half-width at half-maximum (HWHM),ν 0 (cm −1 ) is the pressure-shifted line-center, γ(cm −1 .atm −1 ) is the collisional-broadening coefficient of the transition, and p(Pa) is the pressure. A calculation method for Voigt profiles can be taken from the paper by Schreier [20] .
The Beer-Lambert law in Equation (1) can be rewritten by integrating absorbance α ν over the laser frequency ν. Since the line-shape function φ j is normalized to have unity, the integrated absorbance can be expressed as Equation (4) . where (p · x i )(Pa) corresponds the partial pressure e(T) of the gas of interest. The integrated absorbance A can be retrieved from experimental spectral measurements by a Voigt profile fitting procedure. Then the partial pressure e(T) of water vapor can be calculated by Equation (5) while the environmental temperature is known.
Because the maximum partial pressure of water vapor, also known as saturation vapor pressure, is strictly a function of temperature, the dew/frost point temperature is equal to the gas temperature when gas reaches saturation state. Therefore, a determination of the dew/frost point temperature of H 2 O vapor can be achieved by a direct measurement of the partial pressure of water vapor.
The relation between saturated H 2 O vapor pressure and dew/frost point temperature in the pure water vapor system can be described by Murphy and Koop formula [21] , and is given by Equations (6) and (7) .
For dew point temperature:
For frost point temperature:
ln e w T f = 9.550426 − 5723.
where T d (K) and T f (K) are dew point and frost point temperature. e w (T d )(Pa) and e w T f (Pa) are maximum water vapor pressure at the saturator temperature T d and T f , respectively. These two formulas are valid only in the pure water vapor system. Humidified air, however, is a multi-component system so that an enhancement factor f w (p s , T s ) for e w (T s ) is needed [22] . The resulting water vapor partial pressure after the expansion is calculated with the Equation (8) .
where e(T) is the water vapor partial pressure in multi-component gas as measured by the TDLAS technology, e w (T s ) is the pure water vapor pressure, f w (p s , T s ) is the enhancement factor, i.e., the correction of non-ideal behavior of water vapor-air mixture at saturator pressure p s and saturator temperature T s . p t is the total pressure of test chamber. As the total chamber pressure increases, the dew point temperature will rise, and gradually approach saturation. Conversely, expanding a compressed gas to atmospheric pressure decreases the partial pressure of all of the component gases, including water vapor, and therefore decreases the dew point temperature of the gas. The term "dew point" is encountered when measuring the dew point temperature of gases at atmospheric pressure. The partial pressure of water vapor, e, in actual pressure should be expanded or lessened in proportion according to Dalton's law (P 1 /P 2 = e 1 /e 2 ), and then calculated dew or frost point by Equations (6)-(8).
Absorption Line Selection
The TDLAS sensor has been designed mainly to measure dew/frost point temperature of a cryogenic wind tunnel, and H 2 O vapor was, therefore, the target species. By spectral simulation using line parameters from HITRAN 2012 database, a line pair around 1.38 µm, as shown in Table 2 , was selected. This line pair can be covered by one diode laser, and allows us to simultaneously retrieve gas temperature and flow velocity of hypersonic flow field, which has been used in velocity measurements of a combustion heating based hypersonic tunnel [23] .
To achieve accurate water vapor partial pressure determinations by optical absorption spectroscopy, the knowledge of the target absorption line strengths are of primary importance, in addition to the gas total pressure and optical absorption pathlength. For small molecules such as the intensively studied H 2 O, it is possible to estimate its absorption line strengths by using an available spectral database [19] and Equation (2) . However, such theoretical calculations might not be accurate enough without further verifications. Therefore, we made calibration measurements for the strengths of the used water vapor absorption lines around 1.38 µm by tunable diode laser absorption spectroscopy in controlled low temperature absorption cell environment in our laboratory. The absorption cell was refrigerated by liquid helium. Its leakage rate was 10 −9 Pa·m 3 /s, as measured by a helium mass spectrometry leak detector. The accuracy of temperature was less than ± 0.2 K. Silicon bond temperature sensor (DT-670B-CU, Lake Shore Cryotronics Inc., Columbus, OH. USA, temperature tolerance at 100 K-305 K was 0.14%); temperature tolerance at 100 K-305 K was 0.14%) was used to measure water vapor temperature. In addition, the capacitive vacuum gauge (CCR361, Pfeiffer Vacuum Technologies Inc., Wetzlar, Germany, accuracy was 0.2% of the reading) was applied to measure the pressure in the cryogenic absorption cell. Pure water vapor was from a pure water vapor generating device. Before the experiment, the absorption cell was cleaned for several hours by flowing pure water vapor and vacuuming. Then, the absorption spectrum of pure water vapor under different pressures was measured. In the end, the integral absorbances at different pressures were obtained by fitting with a Voigt profile model. Line strength values at each and different measurement temperature were acquired by straight line fitting as illustrated in Figure 1a .
According to the Equation (2), we know that line strength at the actual temperature is in proportion to that at the reference temperature when the low state energy, the partition function value, the gas of temperature, and the frequency of the absorption lines are known. Therefore, the line strength can be rewritten as Equation (9) .
where S(296K) is the line strength at a nominal reference temperature T 0 = 296K. R(T) represents the rest terms of the right-hand side of Equation (2), which values were based on the HITRAN database. Uncertainty of the obtained line strengths was determined by analyzing the uncertainty of each parameter in Equation (4) . Uncertainty of the pressure P and temperature T was 0.2% and 0.14%, respectively. Three main factors influence the uncertainty of the line area: uncertainty in the determination of the optical zero, uncertainty of the fitting and uncertainty of the wavelength/frequency tuning coefficient of the laser. Taking into account these three factors, the uncertainty of integral absorbance of these two lines are about 0.101% and 0.112%. The water reservoir was filled with double distilled water, the purity of which might be affected by gasses Uncertainty of the obtained line strengths was determined by analyzing the uncertainty of each parameter in Equation (4) . Uncertainty of the pressure P and temperature T was 0.2% and 0.14%, respectively. Three main factors influence the uncertainty of the line area: uncertainty in the determination of the optical zero, uncertainty of the fitting and uncertainty of the wavelength/frequency tuning coefficient of the laser. Taking into account these three factors, the uncertainty of integral absorbance of these two lines are about 0.101% and 0.112%. The water reservoir was filled with double distilled water, the purity of which might be affected by gasses dissolved in it during storage. The solubility of common atmospheric gases in water is in the 10 ppm range, which means a relative uncertainty in the water concentration in the 10 −5 range. This value was used as the uncertainty of x 0 (the value of x 0 , i.e. the expected amount fraction of H 2 O is 1). During an evacuation of the gas cell, a residual pressure of~10 Pa was reached, after which the cell was filled with water vapor up to its vapor pressure at room temperature (i.e.,~5034 Pa at~33 • C). The maximum error introduced by imperfect evacuation of the gas cell can be calculated as 10/5034 = 0.199%. The uncertainty of effective optical pathlength was estimated to be about 0.20%. In the end, we calculated the uncertainty of line strength at reference temperature based on Equation (10). Our measurement results (Table 2) have improved the accuracy of the values listed in the HITRAN database.
where 
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Experimental Setup
The experimental system developed for dew/frost point temperature measurements in cryogenic wind tunnel is shown in Figure 2 . It is based on optical measurements of water vapor partial pressure by using a tunable diode laser absorption spectroscopy (TDLAS) technique. For comparison measurements, a chilled mirror hygrometer is also included in the setup.
Experimental setup
The experimental system developed for dew/frost point temperature measurements in cryogenic wind tunnel is shown in Figure 2 . It is based on optical measurements of water vapor partial pressure by using a tunable diode laser absorption spectroscopy (TDLAS) technique. For comparison measurements, a chilled mirror hygrometer is also included in the setup. 3 , and consists of a diode laser source, laser driver (temperature & current control modules), a linear current/frequency scanning circuit, photodetector circuits, and more [12] . One DFB (distributed-feedback) InGaAsP diode laser (nanoplus Nanosystems and Technologies GmbH, Würzburg, Germany) emitting near 1.38 μm was used in this study. The output from the laser was collimated using a parabolic mirror, which is free from any etalon interference a lense might cause. A commercial laser control module (containing a temperature control and current control module) was used to drive the diode laser. A sawtooth signal was utilized to scan the laser injection current, and thus tune the laser wavelengths over the desired absorption features of H2O molecules. Transimpedance amplifier circuits were used to convert photocurrent signals to voltage signals. A multipass absorption cell was used to enhance the optical pathlength of 1150.2 cm for low frost-point temperature determination. The absorption cell temperature and pressure were measured with a platinum resistance sensor (accuracy of 0.1% FS) and a pressure sensor (STS Sensor Technik Sirnach AG., Zurich, Switzerland, full-scale 0.5 MPa and accuracy of < 0.05% FS), respectively.
Output beam of the DFB diode laser was divided into two parts by a 1 × 2 fiber splitter. One beam (50%) passed through the 1150.2 cm multipass absorption cell, and was used to measure the optical absorption by water vapor, whereas the intensity of the second beam (50%) was measured by the Detector 2. Both the Detector 2 and the associated Collimator 2 were enclosed in a box which was purged with high purity nitrogen gases to avoid interference from absorption by ambient water vapor. The Detector 2 signal was used to provide background absorption information for correcting the calculation of water vapor absorption spectra measured by Detector 1. The air in the wind tunnel was first introduced into the multipass absorption cell, and then entered the chilled-mirror hygrometer by an air pump. The laser wavelength and the absorption spectra of H2O lines were scanned at 5 kHz rate, with photodiode signals sampled at 30 MSam/s. Experimental data acquisition and processing were implemented on LABVIEW software platform. A 1000-scan average was used to improve the signal-to-noise ratio (SNR). The laser absorption Detector 1 signal, the absorption-free Detector 2 signal, and the multipass cell's temperature and pressure were continuously recorded by a data acquisition card (NI, PXI-5105) installed in a PC for real-time and online processing of data. 3 , and consists of a diode laser source, laser driver (temperature & current control modules), a linear current/frequency scanning circuit, photodetector circuits, and more [12] . One DFB (distributed-feedback) InGaAsP diode laser (nanoplus Nanosystems and Technologies GmbH, Würzburg, Germany) emitting near 1.38 µm was used in this study. The output from the laser was collimated using a parabolic mirror, which is free from any etalon interference a lense might cause. A commercial laser control module (containing a temperature control and current control module) was used to drive the diode laser. A sawtooth signal was utilized to scan the laser injection current, and thus tune the laser wavelengths over the desired absorption features of H 2 O molecules. Transimpedance amplifier circuits were used to convert photocurrent signals to voltage signals. A multipass absorption cell was used to enhance the optical pathlength of 1150.2 cm for low frost-point temperature determination. The absorption cell temperature and pressure were measured with a platinum resistance sensor (accuracy of 0.1% FS) and a pressure sensor (STS Sensor Technik Sirnach AG., Zurich, Switzerland, full-scale 0.5 MPa and accuracy of < 0.05% FS), respectively.
Output beam of the DFB diode laser was divided into two parts by a 1 × 2 fiber splitter. One beam (50%) passed through the 1150.2 cm multipass absorption cell, and was used to measure the optical absorption by water vapor, whereas the intensity of the second beam (50%) was measured by the Detector 2. Both the Detector 2 and the associated Collimator 2 were enclosed in a box which was purged with high purity nitrogen gases to avoid interference from absorption by ambient water vapor. The Detector 2 signal was used to provide background absorption information for correcting the calculation of water vapor absorption spectra measured by Detector 1. The air in the wind tunnel was first introduced into the multipass absorption cell, and then entered the chilled-mirror hygrometer by an air pump. The laser wavelength and the absorption spectra of H 2 O lines were scanned at 5 kHz rate, with photodiode signals sampled at 30 MSam/s. Experimental data acquisition and processing were implemented on LABVIEW software platform. A 1000-scan average was used to improve the signal-to-noise ratio (SNR). The laser absorption Detector 1 signal, the absorption-free Detector 2 signal, and the multipass cell's temperature and pressure were continuously recorded by a data acquisition card (NI, PXI-5105) installed in a PC for real-time and online processing of data.
The Optical Pathlength of Multipass Absorption Cell
The multipass absorption cell had a compact, rigid, miniature White type design. The mirror surface diameter was about 7 cm, and the length of the cell was about 50 cm. Sometimes we could estimate the optical pathlength by numbers of light spots and cell length, but this does not meet the requirements for accurate measurement of dew/frost point temperature. We obtained the optical
pathlength of multipass absorption cell by making a TDLAS measurement of methane gas with the cell. Because the concentration of methane in the atmosphere is less than 10 ppm [24] , we chose a well-characterized methane absorption line around 1.654 µm to prevent interference from gas impurities in the air. The concentration of standard methane gas in this experiment is 1007 ppm in N 2 . We cleaned the absorption cell by the 1007 ppm CH 4 , and by vacuuming for about 30 min, and then let the standard methane gas to fill the absorption cell up to atmospheric pressure. By gradually reducing the total pressure of the absorption cell in steps, we recorded 50 methane gas spectra at each pressure step. Integral absorbance was determined by Voigt profile fitting each spectrum individually and averaging the obtained integral absorbance for the whole measurement sequence. The optical pathlength was obtained by linear fitting the mean of integral absorbance, as shown in Figure 3b . The slope of the fitting line was the desired optical pathlength, i.e., 1150.19 cm.
The optical pathlength of multipass absorption cell
We obtained the optical pathlength of multipass absorption cell by making a TDLAS measurement of methane gas with the cell. Because the concentration of methane in the atmosphere is less than 10 ppm [24] , we chose a well-characterized methane absorption line around 1.654 μm to prevent interference from gas impurities in the air. The concentration of standard methane gas in this experiment is 1007 ppm in N2. We cleaned the absorption cell by the 1007 ppm CH4, and by vacuuming for about 30 min, and then let the standard methane gas to fill the absorption cell up to atmospheric pressure. By gradually reducing the total pressure of the absorption cell in steps, we recorded 50 methane gas spectra at each pressure step. Integral absorbance was determined by Voigt profile fitting each spectrum individually and averaging the obtained integral absorbance for the whole measurement sequence. The optical pathlength was obtained by linear fitting the mean of integral absorbance, as shown in Figure 3b . The slope of the fitting line was the desired optical pathlength, i.e., 1150.19 cm. 
Data processing and evaluation
The data processing of dew/frost point temperature measurement by TDLAS technology was as illustrated in Figure 4 . 
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The
Data processing and evaluation
The data processing of dew/frost point temperature measurement by TDLAS technology was as illustrated in Figure 4 . Background correction was very important for an accurate determination of frost point temperature. For example, a 1-mm long 2%-water-vapor air section along the laser beam path could lead to a~50% error when the dew point temperature was at about −50 • C. Background absorption could come from the laser package, fiber and connectors, and photodetectors. We calculated the background absorption (α background ) reference transmitted signals 2, and then removed α background from the actual water vapor absorbance (α measurement ) signal to obtain the desired net absorption spectrum (α actual ) as illustrated in Figure 5 .
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Uncertainty of the Sensor
According to the principle of conservation of mass, the mole fraction of water vapor in the saturator x s , is equal to that in the test chamber x c . Thus
where f (p s , T s ) is the enhancement factor at saturation pressure p s and saturation temperature T s , f p c , T d/ f is the enhancement factor of the mixture at dew/frost point temperature T d /T f and pressure p c in the test chamber, e w (T s ) and e w T d/ f are the saturation water vapor pressure over a plane surface of the pure phase of liquid water or solid ice at the saturator temperature T s and dew/frost point temperature T d /T f , respectively.
The combined standard deviation σ T d/ f of dew/frost point temperature is derived from Equations (6), (7) and (11) . Thus:
A detailed description on uncertainty evaluation of the water vapor partial pressure is given in Equation (13) .
where σ A , σ S , σ L is the standard deviation of integral absorption A, line strength S and optical pathlength L. According to Equation (5), we can calculate the partial differential in Equation (13), and since the temperature dependency of enhancement factors is very small, little error would be induced by temperatures while at low to moderate pressures (< 10 MPa). The maximum standard deviation is < 0.15% when dew/frost point temperature range is −100 • C~0 • C [22] . Because the SNR is inconsistent in different absorbance, the fitting deviation of integral absorption σ A is not the same; it is the maximum when the absorption is minimal and is < 1.36% for 7242.37 cm −1 line, < 1.14% for 7243.07 cm −1 line. The uncertainty of water vapor partial pressure is < 1.41% for 7242.37 cm −1 line and < 1.18% for 7243.07 cm −1 line. The uncertainty of pressure is < 0.2%, so the maximum combined standard deviation of dew/frost point temperature is < 1.998%. Because the dew/frost point temperature range of the experimental measurement is −80 • C~10 • C, this precision is only applicable to this range. For the range of −80 • C~−93 • C, the estimated accuracy is < ± 2% through the simulated absorbance.
Results and Discussion
TDLAS Dew/Frost Point Temperature Sensor Detection Limits Analysis
The cryogenic wind tunnel could operate within a temperature range from −173 • C to +27 • C at a pressure of 1atm. The air from the cryogenic wind tunnel was extracted into the multipass absorption cell with a total 1150.2 cm optical pathlength for its water vapor contents measurements by the TDLAS technique. Simulated absorption of the 7242.37 cm −1 and 7243.08 cm −1 water vapor rotational-vibrational line at different dew point temperatures are shown in Figure 7 .
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Measurement Result
In the application for the determination of the dew/frost point temperature in a cryogenic wind tunnel, the water concentration in the extracted gas was determined by measuring the integrated absorbance of the same absorption lines. Together with the continuously recorded temperature and pressure of the TDLAS gas cell, the water vapor partial pressure and its corresponding dew/frost point temperature were then calculated by Equations (5)- (8) . For comparison purposes, the dew/frost point temperature of the same gas flow was also measured simultaneously by a chilled mirror hygrometer. The measurement results are displayed in Figure 8 . point temperature of the same gas flow was also measured simultaneously by a chilled mirror hygrometer. The measurement results are displayed in Figure 8 . Figure 8 . Dew point temperatures determined by both a TDLAS sensor and a chilled mirror hygrometer.
As shown in Figure 8 , the minimum dew point temperature in the cryogenic wind tunnel is about −82 °C . The agreement between our TDLAS dew/frost point results and the chilled mirror hygrometer was very good when dew point was higher than ~ −60 °C . However, when the dew point temperature was below ~ −60 °C , the TDLAS sensor results were about 5 °C higher than those of the chilled mirror hygrometer. This will be discussed in the next Section 5.3. Due to its operation principle, the chilled-mirror hygrometer took minutes to make a single measurement. In contrast, a significant advantage of the optical TDLAS technique is its rapid response time of less than a second. Therefore, the TDLAS dew/frost point temperature sensor will be suitable for fast-change environment of low dew temperature, such as cryogenic wind tunnels. Through detailed analysis, we determined the uncertainty of the dew/frost point temperature is < 2% of measurement results.
Deviation analysis
For frost temperatures below ~ −60 °C as in Figure 8 , the measurement results of TDLAS were about 5 °C higher than those of the chilled-mirror hygrometer. We propose that this was due to water vapor adsorptions in the gas handling pipeline. At low dew point situations, the concentration of water vapor is very low, any adsorption or release of water vapor to or from the wall/surface of gas handling pipes can impact on the final concentration at the point of measurements. In order to confirm this conjecture, a comparison experiment for simple qualitative analysis was performed. Figure 9a is a schematic diagram of the experiment. As shown in Figure 8 , the minimum dew point temperature in the cryogenic wind tunnel is about −82 • C. The agreement between our TDLAS dew/frost point results and the chilled mirror hygrometer was very good when dew point was higher than~−60 • C. However, when the dew point temperature was below~−60 • C, the TDLAS sensor results were about 5 • C higher than those of the chilled mirror hygrometer. This will be discussed in the next Section 5.3. Due to its operation principle, the chilled-mirror hygrometer took minutes to make a single measurement. In contrast, a significant advantage of the optical TDLAS technique is its rapid response time of less than a second. Therefore, the TDLAS dew/frost point temperature sensor will be suitable for fast-change environment of low dew temperature, such as cryogenic wind tunnels. Through detailed analysis, we determined the uncertainty of the dew/frost point temperature is < 2% of measurement results.
Deviation Analysis
For frost temperatures below~−60 • C as in Figure 8 , the measurement results of TDLAS were about 5 • C higher than those of the chilled-mirror hygrometer. We propose that this was due to water vapor adsorptions in the gas handling pipeline. At low dew point situations, the concentration of water vapor is very low, any adsorption or release of water vapor to or from the wall/surface of gas handling pipes can impact on the final concentration at the point of measurements. In order to confirm this conjecture, a comparison experiment for simple qualitative analysis was performed. Figure 9a is a schematic diagram of the experiment. As shown in Figure 9a , the multipass TDLAS sensor was connected to a cryogenic chamber via a gas handling pipeline. The temperature inside the cryogenic chamber could be varied from room temperature to −173 °C through liquid nitrogen refrigeration. The pressure inside the chamber was controlled slightly above the surrounding atmospheric air pressure by flowing in high purity nitrogen. An open-path setup was placed directly inside the cryogenic chamber for in-situ dew/frost point detection. Its optical path length is 400 cm. Air in the cryogenic chamber was flowed through the gas handling pipeline into the multipass absorption cell. The length of the gas pipeline was about 1400 cm. Laser output radiation from the DFB diode laser was divided into two parts by a 1 × 2 50:50 fiber splitter. One beam passed through the 400 cm open-path setup and was utilized for in-situ measurements of water vapor dew/frost point, whereas the other beam passed through the 1150.2 cm multipass absorption cell as in its normal configuration in Figure 1 . After several hours cleaning with high purity nitrogen, two sets of devices conducted dew/frost point measurements for several hours simultaneously. Such measurements were repeated several times. A typical set of similar experimental results are shown in Figure 9b . Because the effective optical pathlength of the open-path device is only 400 cm, its frost point detection limit was estimated about −63 °C . Therefore, frost point temperatures below this detection limit were missing during the time interval (3-5.5 h) in the Figure 9b .
As shown in the Figure 9b , dew/frost point temperatures in the multipass absorption cell were higher than that in the cryogenic chamber in the process of cooling, and then became lower than that in cryogenic chamber in the process of heating up. This was because the water vapor concentration in the cryogenic chamber gradually decreases during the cooling process, so the water vapor on the gas pipeline and enclosure surface was continuously desorbed to ensure that the vapor concentration reaches equilibrium, which led to water vapor concentrations and dew/frost point temperatures in multipass absorption cell were higher than that in cryogenic chamber. Conversely, the water vapor concentration in the cryogenic chamber gradually rose during the heating process, so the water vapor was continuously absorbed onto the gas pipeline and enclosure surface to ensure that the vapor concentration reaches equilibrium, which led to dew/frost point temperatures in the multipass absorption cell were lower than that in the cryogenic chamber. Through this experiment, we demonstrated that the adsorption process of water vapor onto gas pipeline and other surfaces can affect the dew/frost point temperature and require some time to establish an equilibrium.
Conclusion and outlook
This research presented a laser dew/frost point temperature sensor based on absorption spectroscopy of water vapor. The sensor was validated in a blind comparison against a chilled-mirror As shown in Figure 9a , the multipass TDLAS sensor was connected to a cryogenic chamber via a gas handling pipeline. The temperature inside the cryogenic chamber could be varied from room temperature to −173 • C through liquid nitrogen refrigeration. The pressure inside the chamber was controlled slightly above the surrounding atmospheric air pressure by flowing in high purity nitrogen. An open-path setup was placed directly inside the cryogenic chamber for in-situ dew/frost point detection. Its optical path length is 400 cm. Air in the cryogenic chamber was flowed through the gas handling pipeline into the multipass absorption cell. The length of the gas pipeline was about 1400 cm. Laser output radiation from the DFB diode laser was divided into two parts by a 1 × 2 50:50 fiber splitter. One beam passed through the 400 cm open-path setup and was utilized for in-situ measurements of water vapor dew/frost point, whereas the other beam passed through the 1150.2 cm multipass absorption cell as in its normal configuration in Figure 1 . After several hours cleaning with high purity nitrogen, two sets of devices conducted dew/frost point measurements for several hours simultaneously. Such measurements were repeated several times. A typical set of similar experimental results are shown in Figure 9b . Because the effective optical pathlength of the open-path device is only 400 cm, its frost point detection limit was estimated about −63 • C. Therefore, frost point temperatures below this detection limit were missing during the time interval (3-5.5 h) in the Figure 9b .
This research presented a laser dew/frost point temperature sensor based on absorption spectroscopy of water vapor. The sensor was validated in a blind comparison against a chilled-mirror hygrometer in a cryogenic wind tunnel application. During several measurement runs, the TDLAS dew/frost point sensor achieves a minimum frost point temperature of~−80 • C. An excellent agreement with the chilled-mirror hygrometer was achieved at higher dew/frost point temperatures (>−60 • C), but there were 5 • C deviations at lower dew point temperature (<−60 • C). This deviation was due to the surface water vapor absorption/release, leading to air that entering the chilled mirror hygrometer is drier. The time response of TDLAS dew/frost point sensor was about 0.8 s, but that of chilled mirror hygrometer was about several minutes, or even several hours at lower dew point conditions. Further advantages of the TDLAS-based sensor include non-intrusive and continuous measurements, and low dew/frost point temperature sensing. It is feasible to miniaturize and integrate such an optical sensor into application environments to make in-situ high accuracy measurements, e.g., for cryogenic wind tunnels and airborne atmospheric researches.
